[Existant quality problems and suggestions for quality control of medical absorbent cotton].
In the process of acid hydrolysis of medical absorbent cotton, we have discovered that some of the domestic manufactured medical absorbent cotton is mixed with wasted non-cotton chemical fiber. If the cotton is used in medical treatments, the chemical fiber will cause irritation, allergy and inflammation, so it's very harmful. But the non-cotton fiber content is not stipulated in the standard of YY0330-2002, and no testing method for it is available. In this paper we discuss the existent quality problems, the control and the test method for non-cotton chemical fiber in medical absorbent cotton.